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ABSTRACT 

Significant strain-gage errors may exist in measurements acquired in transient thermal environments 
if conventional correction methods are applied. Conventional correction theory was modified and a new 
experimental method was developed to correct indicated strain data for errors created in radiant heating 
environments ranging from 0.6 °C/sec (1 °F/sec) to over 56 °C/sec (100 °F/sec). In some cases the new 
and conventional methods differed by as much as 30 percent. Experimental and analytical results were 
compared to demonstrate the new technique. For heating conditions greater than 6 °C/sec (10 °F/sec), the 
indicated strain data corrected with the developed technique compared much better to analysis than the 
same data corrected with the conventional technique. 

NOMENCLATURE 


a coefficient 

CTE coefficient of thermal expansion 

DACS data acquisition and control system 

GF gage factor 

T temperature, °C 

i coordinate through the thickness of the coupon 

a coefficient of thermal expansion, ppm/°C 

y thermal coefficient of resistance, ppm/°C 

AT temperature change from initial temperature, °C 

£ apparent strain, (i strain 

e ind indicated strain, |i strain 

e th transient heating error, (i strain 

e 1T total strain error due to temperature, |i strain 

e o stress-induced strain, (J. strain 

Subscripts 

g gage 

g - s difference between gage and substrate 
s substrate 

x, y rectangular coordinates in the plane of the coupon 
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INTRODUCTION 


The techniques used to correct strain-gage errors encountered in slowly varying heating environments 
are well established. However, many experimental programs, like those that simulate aerodynamic heat- 
ing, require test articles instrumented with electrical resistance strain gages to be exposed to extremely 
high heating rates. This is especially true for tests in support of hypersonic or transatmospheric vehicles. 
Figure 1 shows such a vehicle test component instrumented with a bonded electrical resistance strain 
gage. As heating rates increase, the temperature gradient between the strain gage filament and the sub- 
strate increases according to Fourier's law. This temperature difference, shown in Figure 1 as AT, be- 
comes increasingly significant because backing materials used to insulate gages electrically from the 
substrate are usually good thermal insulators as well. Therefore, the lower the thermal conductivity of the 
insulating material, the greater the temperature difference between the gage filament and the substrate be- 
comes (for the same imposed heat flux). Conventional strain correction procedures currently neglect this 
temperature gradient by assuming that the strain gage sensing filament and the substrate temperatures are 
equal. Consequently, significant errors may be neglected in strain indications acquired in transient 
environments. 

Limited information is available in the literature concerning the correction of electrical-resistance 
strain-gage measurement errors produced specifically by transient heating. Part of a study Wilson con- 
ducted for the X-15 program [1] evaluated weldable strain-gage performance to 482 °C (900 °F) with 
heating rates of 0.9, 2.8, and 6 °C/sec (1.7, 5, and 10 °F/sec). Adams [2] evaluated the weldable strain- 
gage response in a heating simulation of a sodium spill in a reactor pressure vessel. Temperatures greater 
than 538 °C (1000 °F) and heating rates of approximately 56 °C/sec (100 °F/sec) were obtained. These 
studies only addressed weldable strain-gage behavior and employed methods not easily adapted to other 
test programs. No studies were found in the literature that either defined the strain errors produced in tran- 
sient conditions or provided general techniques to correct errors if they were significant. The objectives 
of this investigation are, therefore, to understand foil strain-gage measurements acquired in a variety of 
rapid heating environments and to develop a correction method generally applicable to many current test 
programs. 


BACKGROUND 


This section reviews the conventional strain correction theory by defining the most significant mea- 
surement error present in elevated temperature environments. The experimental procedures used to 
account for this error are also reviewed. 


Conventional Correction Theory 

The strain-gage indication in elevated temperature environments consists of essentially two compo- 
nents as shown in the following equation 

= E.P'i >+e <w ( 7 'i> 0) 
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Each term in this equation is expressed as a function of the temperature range at any given point, T-. This 
first component, e o is the stress-induced strain and corresponds to the true stress state-of-the-test article. 
These strains may result from nonuniform thermal gradients, externally applied mechanical loads, or a 
combination of both. Ideally, the strain-gage sensor should sense only stress-induced strains. However, in 
extreme heating conditions, the gage also responds to apparent strain; the second component in equation 
(1). This error is defined by the following equation [3] 


e 


app 





( 2 ) 


Other less significant errors such as gage factor variation with temperature, Wheatstone bridge nonlinear- 
ity, transverse sensitivity, lead wire desensitization, etc., may also exist in equation (1). These errors, how- 
ever, are assumed to have been already accounted for using conventional methods. The errors and the 
correction methods are beyond the scope of this study. 


Conventional Correction Procedure 


The common technique for characterizing apparent strain is to conduct isothermal temperature tests on 
coupons made from the same material batch as the test article. Ideally these coupons have experienced the 
same processes and heat treatments as the test article material so that they adequately represent the test 
article material behavior. The coupon material is instrumented with the same strain gages to be installed 
on the test article. A thermocouple is spot-welded to the coupon near the strain-gage location which, for 
the conventional procedure, is assumed to measure the coupon and gage temperatures. The unrestrained 
coupon is then heated slowly to ensure that the coupon is free of thermal stress. The strain-gage output 
over the expected temperature range is the apparent strain output. The stress-induced strain produced in 
the test article during an actual test is then determined by subtracting the isothermal apparent strain error 
from the indicated strain measurement (e- n£/ ). In equation form, this means solving equation (1) for £ c 
at each point in the temperature profile. 


APPROACH 


The conventional theory and procedure used to correct the strain-gage indication are based on the as- 
sumption that the temperature environment varies so slowly that the gage and the substrate temperatures 
remain the same. This section first adapts the conventional correction theory to represent the more general 
heating case when the gage and the substrate temperatures are different. In addition to the usual strain er- 
rors previously discussed, a new error is identified which reflects the strain error produced in transient 
heating conditions. After modifying the conventional strain correction theory, a new procedure is 
presented. 


New Correction Theory 

If the heating rates are sufficiently severe, the strain-gage indication shown in equation (1) will contain 
another error, referred to in this report as the transient heating error (£ /A ). Adding this term to equation 
(1) yields 
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(3) 


£ ind ( T i)= £ a^ +£ a PP ^ +£ th ^ 


(Since these terms are functions of temperature, the temperature dependence expression T i will not be 
used in subsequent equations). The last term in equation (3) can be derived by first separating the terms 
caused by substrate effects from those caused by gage effects in the apparent strain relationship expressed 
in equation (2). 


e„ =aA T.+ f y _ n )AT S 

app s s y — a. g j . 

i i I I 

subtrate gage 


(4) 


A temperature difference (A T g _ * ) is then added to the gage component of equation (4) and the right- 
hand side is redefined to be the total strain error caused by any elevated temperature environment (e IT ) ■ 


After rearranging terms, this equation becomes 

Y 


£ I T ~ 


+ OF 


AT * + ( UF~ a s ) AT *- 


where the second term in this equation is the transient heating error 


E ,H = 


y „ 

GF 8 


AT 


g-s 


(5) 


( 6 ) 


and the first term in equation (5) represents the apparent strain defined in equation (2). Substituting equa- 
tions (2) and (6) into equation (5) yields 


£ I T ~ e app + e th 


(7) 


If all the coefficients in equation (5) were known as functions of temperature, then these errors could be 
calculated directly. Since the gage material properties are not accurately known, the total strain error due 
to temperature (e IT )and the transient heating error (e lh ) must be determined through empirical meth- 
ods. Recognizing that A T g _ s = A T g - A T s , solving for AT^ and substituting into equation (5) produces 
the following expression 


-IT 


= e 


app 



a AT c 

s g- s 


( 8 ) 


Equation (8) is the empirical relationship required to correct strain measurement errors produced in the 
most general heating environment; those errors produced in isothermal and transient environments. As 
the temperature environment approaches isothermal conditions, the A T g - S term approaches zero and 
the bracketed term approaches unity. Therefore the total strain error due to temperature approaces 
the conventional definition of apparent strain as the transient heating environment approaches 
isothermal conditions. 


v 
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New Correction Procedure 


Figure 2 presents the new and conventional correction procedures. The conventional procedure is on 
the left, the new procedure on the right, and steps that both procedures have in common are in the center. 
The first step in both correction procedures is to characterize the apparent strain error using the conven- 
tional methods described previously. Both procedures then require the apparent strain coupon to be instru- 
mented with the same type of gages and thermocouples to be installed on the test component. The new 
procedure, however, requires an indication of the strain-gage filament temperature during the transient 
heating tests. In this approach, the gage temperature is represented by installing a foil thermocouple near 
the strain gage using the same attachment materials and techniques as the foil strain gages. The foil ther- 
mocouple is assumed to represent the gage temperature (A T g ) because of their similar materials and con- 
struction. Figure 3 shows that the foil strain gage and foil thermocouple cross-sections are nearly identical, 
with the largest difference being the 0.0008-cm (0.0003-in.) difference between the foil strain-gage fila- 
ment and thermocouple foil. 

The next step in both procedures is to conduct the transient heating tests on the test component. To 
determine the strain state of the test component, the conventional procedure simply subtracts the apparent 
strain result from the transient test data. The new procedure, however, first determines AT g - s at each 
time in the transient heating test and then determines the total strain error due to temperature and the tran- 
sient heating error as shown in Figure 2. The transient heating error and apparent strain are subtracted from 
the indicated strain measurement to determine the stress-induced strain in the test component. 

TEST DESCRIPTION 

A series of tests were conducted to demonstrate the new correction theory and experimental procedure. 
This section describes the test coupon and instrumentation and the test matrix used in the experiment. The 
data acquisition and control system used in the tests is described in Reference 4. 

Test Coupons-Instrumentation 

A titanium coupon (5Al-2.5Sn alloy) measuring 7.62 x 12.7 x 0.635 cm (3 x 5 x 0.25 in. ) was first 
used to characterize apparent strain using conventional methods. The same coupon also served as the “test 
component” in the transient heating tests. 

For the apparent strain tests, the coupon was instrumented with type-K thermocouples and 
Micro-Measurements (Raleigh, North Carolina) foil strain gages (WK-05-125BZ-10C) as shown in Figure 
4. The rectangular strain-gage rosette, shown in the middle of the coupon, was installed to provide an ad- 
equate statistical representation of the apparent strain error. The spot-welded thermocouple at the intersec- 
tion of the three strain axes is normally assumed to measure the strain-gage temperatures for isothermal 
apparent strain tests. The gage installation, together with its corresponding thermocouple, is typical of iso- 
thermal apparent strain-gage evaluations. 

In addition to the instrumentation previously described, the transient heating tests also required that 
type-K foil thermocouples (RdF Corp., Hudson, New Hampshire) be bonded to the substrate (see Fig. 4) 
using the same attachment materials and techniques as the foil strain gages discussed earlier. The differ- 
ence between the foil and spot-welded thermocouple measurements defines the A T _ s term used in the 
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total strain error due to temperature (eq. (5)). The instrumentation shown on the top surface in Figure 4 
has corresponding sensors located on the bottom surface. A total of 30 spot-welded thermocouples, 2 foil 
thermocouples and 6 foil strain gages were used in the tests. Before the transient heating tests, the instru- 
mented coupon shown in Figure 4 was painted with a high-emittance paint (not shown). This helped to 
ensure that a uniform heat flux was applied to the coupon surface and also helped to improve the radiative 
heating efficiency. 


Test Matrix 

Table 1 shows a matrix of the various heating rates applied to the coupon, the number of tests per heat- 
ing rate, the maximum temperature obtained, and the data acquisition sampling rate in the test program. 

Table 1. Test matrix: number of tests and maximum temperature as functions of heating rate. 





Heating rate, 

°C/sec (°F/sec) 




0.2 

0.6 

2.8 

6 

11 

22 

44 

56 


(0.3) 

(1) 

(5) 

(10) 

(20) 

(40) 

(80) 

(100) 

Number of 
tests 

4 

4 

5 

6 

5 

5 

4 

2 

Max. temp., 
°C (F) 

316 

(600) 

316 

(600) 

316 

(600) 

316 

(600) 

316 

(600) 

260 

(500) 

232 

(450) 

204 

(400) 

Sampling 
rate, sps 

1 

12 

12 

12 

12 

12 

144 

144 


The strain data for the 0.2 °C/sec (0.3 °F/sec) tests were corrected using conventional methods and 
were used as the baseline apparent strain correction. The coupon was heated by convection for the 0.2 °C 
(0.3 °F) tests and was heated by radiation for all other tests. The data sampling rate, initially at 1 sample 
per second (sps) for the 0.2 °C/sec (0.3 °F/sec) was increased to 12 sps, and eventually to 144 sps to ac- 
quire a sufficient number of data samples at the higher heating rates. 

TEST RESULTS 

Transient heating error results for a single, representative test at each heating rate between 6 °C/sec 
(10 °F/sec) and 56 °C/sec (100 °F/sec) are presented. Transient errors for tests with heating rates less than 
or equal to 2.8 °C/sec (5 °F/sec) were found to be negligible and are therefore not presented. 

Transient Heating Error Results 

The transient heating errors shown in Figure 5 and Table 2, illustrate the significance of the errors that 
are produced using the conventional correction methods; especially for the 44 °C/sec (80 °F/sec) and 56 
°C/sec (100 °F/sec) tests as shown in Figure 5(b). For these tests, the magnitude of the transient heating 
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error is of the same order as the apparent strain response itself which is shown in Table 3. Since apparent 
strain is an error that usually drives the accuracy of strain measurements in elevated temperature condi- 
tions, neglecting an error of comparable value may lead to grossly inaccurate strain measurements. 

Table 2. Transient heating error ( z th ) for various heating rates and temperatures. 


Transient heating errors, pstrain, at various temperatures 





38 °C 

93 °C 

149 °C 

204 °C 

260 °C 

316 °C 




(100 °F) 

(200 °F) 

(300 °F) 

(400 °F) 

(500 °F) 

(600 °F) 


6 

(10) 

-8 

-8 

0 

-8 

-26 

-40 

Heating rate, 

11 

(20) 

-16 

-28 

-18 

-26 


-56 

°C/sec (°F/sec) 

22 

(40) 

-30 

-45 

-25 

-40 

-65 

— 


44 

(80) 

-30 

-95 

-50 

-100 

— 

— 


56 

(100) 

-15 

-165 

-170 

— 

— 

— 


Table 3. Apparent strain ( z app ) at various temperatures. 

Apparent strain, p strain, at various temperatures 



38 °C 

93 °C 

149 °C 

204 °C 

260 °C 

316 °C 


(100 °F) 

(200 °F) 

(300 °F) 

(400 °F) 

(500 °F) 

(600 °F) 

Heating rate, 0.2 

°C/sec (°F/sec) 

(0.3) 50 

130 

125 

65 

-45 

-170 


It should be noted that Table 2 does not present error values for some of the elevated temperatures at 
the higher heating rates. This is because the measured strains at the higher temperatures increased signif- 
icantly as the heating rate was increased. For example, at 260 °C (500 °F), some of the indicated strain data 
obtained at higher heating rates were in the neighborhood of —10,000 p strain and were increasing rapidly. 
The upper temperature limits proposed for the higher heating rate tests were therefore lowered to avoid 
exceeding the 1 5,000- p strain limit of the gage. For these gages, the maximum usage temperatures were 
determined to be approximately 260, 204, and 177 °C (500, 400, and 350 °F) at heating rates of 22, 44, 
and 56 °C/sec (40, 80, and 100 °F/sec) respectively. Although the upper temperature limit of the strain 
gage is given by the manufacturer as 288 °C (550 °F), this limit was not appropriate for heating rates at or 
above 22 °C/sec (40 °F/sec). 

Although the correction method presented in this study is intended to be general, the transient heating 
error results shown in Figure 5 and Table 2 are specific to this study. These data are presented for qualita- 
tive comparisons only. The transient heating error is highly dependent on the temperature change of the 
gage, and since the time constant of the gage is so small, even a slight variation in the temperature profile 
from one test to another will greatly affect the characteristics of the error. This is clearly illustrated by the 
fluctuating results in the 22 °C/sec (40 °F/sec) and 44 °C/sec (80 °F/sec) cases shown in Figure 5. For these 
two cases, the temperature control was especially sporadic, causing the foil thermocouple measurements 
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to lead the spot-welded thermocouple measurements during heating surges and lag during cooling. This 
wildly fluctuating temperature difference is used to calculate the transient heating error as shown in 
Figure 5. 


ANALYTICAL DEMONSTRATION OF NEW APPROACH 

To demonstrate the new approach adequately, the stress-induced strains produced in the coupon for 
the various transient heating rates were determined through an analysis and then compared with the re- 
sults from both experimental methods. The analysis was required to first determine the temperature dis- 
tribution through the coupon thickness, since these measurements were experimentally impractical. 
Temperature distributions of the form shown in equation (9) were determined using the finite difference 
model shown in Figure 6. 


T(z ) = a 0 + a 1 z + a 2 z 2 +a 3 z 3 


(9) 


The temperatures were then substituted into the governing thermal stress equation [5]. Using gener- 
alized Hooke's law, the following relationship for principal strains was determined 


e 


X 




( 10 ) 


Strains calculated from equation (10) were compared directly with measured strains corrected with both 
experimental methods. 


Comparison of Experimental and Analytical Results 

Figure 7 compares the experimental and analytical results for typical 6, 22, 44, and 56 °C/sec (10, 40, 
80, and 100 °F/sec) heating rate tests. Good correlation between the test and analytical results was ob- 
tained for tests greater than 6 °C/sec (10 °F/sec). The 6 °C/sec (10 °F/sec) case compared moderately well 
with analysis, given the relatively small magnitudes of the apparent strain output for this case. The results 
from this case show that there is no advantage in using the new correction procedure at or below this heat- 
ing rate. It is suspected for the lower heating rates that the foil and substrate temperature measurements 
arc not accurate enough to warrant further correction. Figures 7(b) through 7(d) show that the new method 
produces much better agreement with analysis than the conventional methods. Although the new method 
agreed only moderately well with the 22 °C/sec (40 °F/sec) analysis, the new method was still 27 percent 
better than if conventional methods were used. In the 44 °C/sec (80 °F/sec) and 56 °C/sec (100 °F/sec) 
heating rate tests, the conventional method yielded strain measurements that were off by approximately 
30 percent. Excellent agreement between the new method and analysis is shown in these cases. 


CONCLUSIONS 

A strain measurement error which is produced in transient heating environments was mathematically 
and experimentally defined. The significance of this error was demonstrated for a reliable high-tempera- 
ture foil strain-gage installation subjected to a variety of radiantly heated, transient temperature profiles. 
For heating rates between 6 °C/sec (10 °F/sec) and 56 °C/sec (100 °F/sec), the error due to transient 
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heating was as significant as apparent strain; the most significant strain error occurring in extreme temper- 
ature environments. However, for heating rates less than 6 °C/sec (10 °F/sec), the error was negligible. The 
transient heating error was found to be extremely sensitive to the specific heating profile applied in a given 
test. 

Although the transient heating error results were specific to this study, the correction technique used 
to determine the errors is generally applicable to other experimental programs which have different instru- 
mentation and heating requirements. The new strain correction technique was developed and successfully 
demonstrated with analysis. For all heating rates greater than 6 °C/sec (10 °F/sec), the new technique pro- 
duced strain measurements which compared much better to analysis than measurements obtained with the 
conventional technique. 
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Figure 3. Comparision of foil strain gage and foil thermocouple cross-sections. 
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Figure 4. Test coupon and instrumentation. 


11 




40 


Transient 0 
heating 
error, 

Sh’ 

^strain ^ 


-80 


Temperature, 

°F 


(Temperature, °F) 

(100) (200) (300) (400) (500) 



( 100 ) 


(Temperature, °F) 

(200) (300) (400) (500) 



Figure 5. Transient heating error results. 



Figure 6. Finite-difference model. 
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